[Uninvolved combination of hardware for objectivation of rheobase measurement (author's transl)].
Reported in this paper is a combination of equipment by which muscular response in rheobase measurement can be recorded. Hence, some of the possible errors relating to the human factor in using conventional methods will be ruled out, and better comparability between different author's findings will be ensured.